1. Introduction {#sec1}
===============

Dispersion, a result of wavelength-dependent index of refraction variations, causes pulse-width broadening with detrimental effects in many pulsed-laser applications. It is also considered to be one of the major causes of resolution degradation in optical coherence tomography (OCT) imaging and, thus much effort has been expended over the years to develop techniques to counteract its effects. As a result, several dispersion compensation methods have been developed. Conventional methods rely on placing the right amount of dispersion balancing material in one interferometer arm of the OCT setup to counteract the effects of the dispersion in the other arm. Initially, dispersion balancing was achieved by a fused-silica prism pair is inserted with faces contacted and index matched to form a variable-thickness window in the reference arm. However, this method is usually only practical for second-order dispersion.[@r1][@r2]^--^[@r3] Grating-based phase delay scanners can also be used for second-order dispersion compensation. Using the rapid-scanning optical delay, one can adjust dispersion by displacing the diffraction grating from the focal plane of the lens to achieve transform-limited interferogram profiles.[@r4] Dual optical fiber stretchers can also be used for dispersion compensation while affording some degree of tunability. Using two fiber stretchers made up of different fiber types, an all-fiber tunable dispersion compensator can be implemented with the delay and the dispersion in the two arms of the interferometer can be adjusted independently. However, these approaches require bulky equipment and high voltage so they are not easy to use.[@r5] Recently, a fiber-stretching-based dispersion compensator has been combined with a grating-based, time domain OCT system to compensate for second- and third-order dispersion, but the system becomes increasingly complicated.[@r6] Numerical dispersion compensation, based on the use of the fractional Fourier transform (FT), is also possible providing new perspectives on the nature and role of group-velocity dispersion in Fourier domain OCT.[@r7]

Even after an OCT interferometer is optimized, dispersion differences are still present due to the dispersive properties of the material of tissues that are imaged. Since this dispersion is specific to the sample that is causing the effect, the concept of extracting useful material information from the OCT signal has emerged.[@r8]^,^[@r9] The idea of using dispersion, as a source of contrast, is not new. For example, there have already been reports, in the literature, of using the dispersion of biomolecules to quantify their concentration. For example, the dispersion of hemoglobin was used to extract the concentration of hemoglobin in intact red blood cell.[@r10] The relation between dispersion and biochemical composition was further demonstrated using quantitative dispersion microscopy, which has confirmed that the dispersion of live HeLa cells agrees well with the dispersion measured for pure proteins solutions.[@r11] Variations in the dispersion of different types of normal skin have also been identified *in vivo* with coherent reflection measurements of different skin types.[@r12] Given the dramatic changes in cellular biochemistry caused by cancer,[@r13] which are discernible by other optical techniques such as Raman spectroscopy,[@r14] it is highly likely that dispersion can also be used as a contrast mechanism in OCT imaging of early cancer and result in more accurate disease diagnosis. However, if dispersion is to be used for quantitative measurements, it is very important to know the capabilities and limitations of the different methods of measuring dispersion with OCT. In this paper, we compare different techniques for estimating the group velocity dispersion (GVD) from OCT images, in order to evaluate their accuracy and applicability to highly scattering media such as tissues.

2. Theory and Methods {#sec2}
=====================

There are several methods described in the literature on how to measure GVD from the OCT signals or images. They depend on resolution degradation, image feature walk-off shift, and phase differences ([Fig. 1](#f1){ref-type="fig"}). In addition, two recently developed methods for dispersion estimation in scattering tissues, without the need of a reflector or a strong distinct scatterer, were also included.[@r8]^,^[@r15] Each is described further in the following sections along with the mathematical framework for the GVD calculations for each case. Since the index of refraction of the material was needed for some of the calculations, this was measured using the method described by Tearney et al.[@r16]

![Effects of dispersion: (a) resolution degradation, (b) walk-off shift, and (c) phase difference.](JBO-024-046003-g001){#f1}

2.1. Resolution Degradation {#sec2.1}
---------------------------

Dispersion causes degradation of the image point spread function (PSF) and, therefore, of the image resolution. The resolution degradation is evident in the pulse width of the broadened Gaussian resolution envelope $t_{d}$. If the width of the original envelope $t_{\tau}$ and the sample thickness $L$ are known, or can be measured, the GVD can be estimated. The original Gaussian resolution envelope width is related to the pulse FWHM by $$t_{\tau} = \frac{t_{FWHM}}{1.665}$$and increases with sample thickness $L$ according to[@r17]^,^[@r18] $$t_{d}^{2} = t_{\tau}^{2}\left\lbrack 1 + \left( \frac{L \cdot {GVD}}{t_{\tau}^{2}} \right)^{2} \right\rbrack.$$Thus the GVD is given by $${GVD} = \sqrt{\frac{t_{d}^{2}t_{\tau}^{2} - t_{\tau}^{4}}{L^{2}}}.$$Experimentally, the original envelope width $t_{\tau}$ can be measured from a free-space portion of the reflector (i.e., not covered by the sample) and the degraded width $t_{d}$ from the reflector peak behind the tissue. The sample thickness is measured as the distance between the sample top surface and the plane of the free-space portion of the reflector.

2.2. Walk-Off Shift {#sec2.2}
-------------------

When dispersion is present, beams at different wavelengths perceive different path lengths. The result is in an apparent shift in the OCT images taken at different center wavelengths, an effect called "walk-off." The mathematical relationship between the shift $\Delta z$ and GVD is derived below starting with $${GVD} = \frac{1}{c}\frac{\Delta n}{\Delta\omega},$$where $c$ is the speed of light, $n$ is the index of refraction, and $\omega$ is the optical frequency. The differential walk-off $\Delta z$ between two spectrally separated independent source spectra as a function of the index of refraction is related to the difference in index of refraction by $$\Delta n = \frac{\Delta z}{L},$$where $L$ is the sample thickness. Thus the GVD can be written as $${GVD} = \frac{\Delta z}{cL\Delta\omega}.$$Given that $\left. \omega = 2\pi f = \frac{2\pi c}{\lambda}\Rightarrow\Delta\omega = \frac{2\pi c\Delta\lambda}{\lambda_{0}^{2}}, \right.$$${GVD} = \frac{\Delta z\lambda_{0}^{2}}{2\pi c^{2}L\Delta\lambda},$$where $\Delta z$ is the differential walk-off in the images acquired from two sources, $\Delta\lambda$ is the source bandwidth, $\lambda_{0}$ is the center wavelength, and $L$ is the sample thickness.[@r18]^,^[@r19]

For the experimental verification, a single broad source can be used. After acquisition of the interferometric signal, the spectrum is split into two by multiplication with two shifted Gaussian envelopes. Subsequently, two OCT images are formed, corresponding to the two different spectra, from which the walk-off is measured. This approach results in images with reduced resolution but it assures that the OCT images are acquired at exactly the same location and are, therefore, comparable.

2.3. Phase Difference {#sec2.3}
---------------------

In spectral interferometry, dispersion can be estimated from the interference spectrum produced by two time-delayed beams. The interferometric signal, for a given time or phase delay, can be expressed as $$I(\omega) = {|E_{0}(\omega)|}^{2} + {|E(\omega)|}^{2} + f(\omega)\exp(i\omega\tau) + f*(\omega)\exp( - i\omega\tau).$$The delay here is due to index of refraction variations and appears as a phase shift between different wavelengths. Hence, the GVD can be estimated from the phase changes of the spectrum of the OCT signals. Note that $$f(\omega) = \mathfrak{I}\{ f(t)\} = |E_{0}^{*}(\omega)E(\omega)|\exp\lbrack i\Delta\varphi(\omega)\rbrack$$includes the phase information on the spectral phase difference as $\Delta\varphi(\omega) = \arg\lbrack f(\omega)\rbrack$. To derive the phase difference $\Delta\varphi(\omega)$, the inverse FT of $I(\omega)$ is performed and the following relationship is obtained: $$\mathfrak{I}^{- 1}\lbrack I(\omega)\rbrack = E_{0}^{*}( - t) \otimes E_{0}(t) + E^{*}( - t) \otimes E(t) + f(t - \tau) + f{( - t - \tau)}^{*}.$$Then an FT is applied to the component $f(t - \tau)$ to transfer it back to the spectral domain and the complex amplitude becomes $$f(\omega) = |E_{0}(\omega)||E(\omega)|\exp\lbrack i\Delta\varphi(\omega) + \omega\tau\rbrack.$$The phase of this complex amplitude minus the linear delay part $\omega\tau$ yields to the spectral phase difference between the two beams. Finally, the phase frequency first derivative yields the group delay $${GD}(\omega) = - \frac{\partial(\Delta\varphi)}{\partial(\omega)}$$and, finally, the GVD is given by the second derivative of the spectrum phase as[@r20][@r21]^--^[@r22] $${GVD}(\omega) = - \frac{1}{L}\frac{\partial^{2}(\Delta\varphi)}{\partial^{2}(\omega)}.$$Experimentally, the spectrum from a single reflector, positioned below the sample, can be extracted by isolating the signal of that particular peak from the real part of the FT of the interferogram (i.e., multiplying the real A-scan with a Gaussian envelope centered at the peak), and then applying an inverse FT to get the spectrum. The second derivative of that spectrum provides the GVD as a function of wavelength. To compare this solution with the results of the previous methods, the average GVD can be calculated.

2.4. Using the Speckle Degradation to Estimate the GVD {#sec2.4}
------------------------------------------------------

The methods described above are very difficult to apply *in vivo* and are limited only to samples where strong and distinct reflectors are present. A developed method based on speckle width degradation does not require such reflectors and can thus be applied *in vivo*.

This method uses the dispersion induced change in the speckle size to estimate the image PSF broadening and then calculate the GVD.[@r8] However, speckle variations are difficult to estimate due to the randomness of the speckle signal. To do so, a portion of an OCT image that contains speckle, at depth $z$ from the sample surface, denoted as $i_{s}(z)$, is related to a similar portion of the OCT image from the sample surface, i.e., $i_{s}(0)$, by a depth-dependent speckle-degrading impulse response ${sdf}(z)$ such that $$i_{s}(z) = {sdf}(z)*i_{s}(0),$$where \* is the convolution of the two terms and $z$ is the depth, which takes the values of $z = d_{0}$, $2d_{0},\ldots,L$, $d_{0}$ being the system resolution. To estimate the impulse response ${sdf}(z)$, a Wiener-type minimization is used.[@r23] For that purpose, the following least mean square error function $\varepsilon(z)$ is defined $$\varepsilon(z) = E\{{|i_{s}(z) - {sdf}(z)*i_{s}(0)|}^{2}\},$$where $E$ denotes expectation. Minimizing the error function $\varepsilon(z)$, using a Wiener deconvolution approach, results in an estimate for ${sdf}(z)$. In analogy to ${sdf}(z)$, there exists another impulse response ${rdf}(z)$ of a similar form, which describes the dispersion-induced degradation of the system resolution. For calculating the GVD, it is not necessary to explicitly derive the rdf since only its width is required, which can be estimated from $$d_{rdf}(z) = d_{o}\frac{d_{sdf}(z)}{d_{sdf}(0)},$$where $d_{0}$ is the system resolution and $d_{\text{sdf}}(z)$ is the width of the sdf at depth $z$. The result of the convolution of the rdf with the OCT image is a degraded image with resolution width $d_{d}(z)$ given by $$d_{d}(z) = \sqrt{{(d_{0})}^{2} + {\lbrack d_{rdf}(z)\rbrack}^{2}},$$since the convolution of two Gaussians, the psf and the rdf, results also in a Gaussian with a width that is the root mean square (rms) of the widths of the two original functions. Given this width $d_{d}$, the GVD can be calculated using Eq. (3).

2.5. Using the Cross Correlation of Speckle to Estimate the GVD {#sec2.5}
---------------------------------------------------------------

Another approach to estimate the GVD, without the need for strong distinct reflectors, is the use of the speckle cross correlation to estimate the walk-off shift between OCT images at different wavelengths. The walk-off shift can be estimated from the cross correlation of A-scans from corresponding regions of the two half-spectrum images at different center wavelengths created as described in Sec. [2.2](#sec2.2){ref-type="sec"} \[[Fig. 2(a)](#f2){ref-type="fig"}\]. The cross correlation of corresponding A-scans is calculated and the first peak, after the zero lag, in the cross correlation is detected \[[Figs. 2(b)](#f2){ref-type="fig"} and [2(c)](#f2){ref-type="fig"}\]. The walk-off shift is estimated from the distance of the peak from the zero lag location \[[Fig. 2(c)](#f2){ref-type="fig"}\] and the GVD is calculated using the Eq. (7).

![(a) Images reconstructed from the half spectra (red and green), (b) corresponding A-scans from the two half spectra images (red and green) indicating the lag, in which there is a correlation peak after the 0 lag, and (c) the cross correlation of the corresponding A-scans.](JBO-024-046003-g002){#f2}

3. Experimental Methods {#sec3}
=======================

For the experimental verification and comparison of the various GVD estimation methods, a swept source OCT system, with a center wavelength of 1300 nm and a resolution of $12\text{  }\mu m$ in air, was used. Samples of various glasses, a collagen gel (2 g of collagen in 10 ml of water let to solidify and then cut into slices) as well as fresh *ex vivo* sections of porcine muscle and porcine adipose tissue were used. All the samples were placed over a reflector, which served as a reference for the actual thickness and system resolution measurements, and eight images ($5\text{  }{mm} \times 4\text{  }{mm}$) were acquired from different regions for each type of sample.

The glass samples were chosen so that they spanned a wide range of GVD values. Their well-characterized properties were used to verify the validity of the OCT techniques. The glass dimensions were 12.5-mm diameter and 2-mm thickness in all cases. The biological samples were chosen based on their scattering properties, ranging from minimal scattering (collagen) to very scattering (adipose tissue). They were sliced manually so their thickness varied between 1.5 to 2.5 mm. Fortunately, since the actual thickness was measured for each lateral location (see Sec. [4.1](#sec4.1){ref-type="sec"}), the thickness variation was included in the GVD calculation and did not affect the comparison. In [Fig. 3](#f3){ref-type="fig"}, a list of all the samples with photographs as well as the values of their index of refraction and GVD, obtained from the literature, is provided.

![Samples used for GVD estimation with photographs and references values for n and GVD.[@r24][@r25][@r26]^--^[@r27]](JBO-024-046003-g003){#f3}

The OCT data were processed in MATLAB^TM^. Initially, an automated algorithm detected the top surface of the sample as well as the mirror peak location in free-space and below the tissue. The tissue thickness, index of refraction, and mirror reflection Gaussian widths were subsequently calculated assuming a Gaussian envelope shape. From those measurements, the GVD was estimated by combining the values from 250 A-scans in each image. The GVD of each sample was taken as the median of those 250 values. The standard deviation of the GVD values obtained from the eight images of each sample, as well as the mean error between the estimated and measured GVD were used as indicators of the precision and accuracy of each of the different methods described above. Furthermore, the standard deviation of the GVD measurements of single A-scans within an image was used as a measure of each technique's robustness. Given that value, the minimum number of measurements that must be averaged in order to get a GVD estimate with an error $E$ of 10% or less with a confidence level $\alpha$ of 95% was calculated by $$n = \left( \frac{Z_{\alpha/2}\sigma}{E} \right)^{2},$$where $\alpha = 0.05$, $E = 0.1$, $\sigma$ is the standard deviation, and $Z_{\alpha/2} = 1.96$ is the critical value of the normal distribution at $\alpha/2$. The results are compared in the following sections, to evaluate the precision, accuracy, and robustness of each method.

4. Experimental Results {#sec4}
=======================

4.1. Imaging Results {#sec4.1}
--------------------

[Figure 4](#f4){ref-type="fig"} shows typical OCT images of the samples utilized in this study. Using the reflector location (blue lines) as reference, the sample thickness and the group index of refraction, at each lateral location, were calculated using the technique described in the literature,[@r16] i.e., $$n = \frac{L + L^{\prime}}{L}.$$The signal-to-noise-ratio (SNR), defined as the maximum sample intensity divided by the rms noise of the background, was an average of 70 dB with a 7.4-dB standard deviation for the original images and 68 dB with a 6.5-dB standard deviation for the half-spectrum images. One concern might be that the walk-off shift estimation might be affected by the lower SNR. However, a closer look at the relationship between the error in the GVD estimation and SNR reveals that there is no correlation between the two, at least not in the range of 60 to 80 dB ([Fig. 5](#f5){ref-type="fig"}).

![Typical OCT images used in this study: (a) KBr glass, (b) collagen gel, (c) porcine muscle, and (d) porcine adipose tissue, over a reflector. $L$ is the actual sample thickness, from top surface (green) to the level of the reflector (blue). $L$' is the path-length difference, relative to air, because of the sample.](JBO-024-046003-g004){#f4}

![Scatter plot of percentage error versus SNR showing no correlation between increasing SNR and reducing percentage error.](JBO-024-046003-g005){#f5}

4.2. Resolution Degradation {#sec4.2}
---------------------------

[Figure 6](#f6){ref-type="fig"} shows a typical example of how the resolution degradation is used to calculate the GVD. The width of the peak corresponding to a reflector placed below the sample \[[Fig. 6(a)](#f6){ref-type="fig"}, red line\] was measured from each A-scan of the image assuming a Gaussian shape. The sample thickness $L$ was measured from the top surface \[[Fig. 6(a)](#f6){ref-type="fig"}, green line\] to the reflector line extension \[[Fig. 6(a)](#f6){ref-type="fig"}, blue line\]. Using Eq. (3), the GVD was calculated and overlaid over the OCT intensity image as a pseudocolor hue scale.

![GVD estimation using the resolution degradation: (a) OCT image of porcine muscle \[the top surface (green), reflector below the sample (red), and reflector (blue) are marked on the image\]; (b) the bottom surface (red) of the image in (a) with yellow lines marking the full-width-at-half-maximum of the Gaussian (i.e., the PSF width); (c) the PSF width measured from (b); and (d) the OCT image of (a) with the GVD overlaid over the OCT intensity image as a pseudocolor hue scale.](JBO-024-046003-g006){#f6}

4.3. Walk-Off Shift {#sec4.3}
-------------------

[Figure 7](#f7){ref-type="fig"} illustrates how the GVD was calculated experimentally using the walk-off shift. The interferogram (spectrum) for each A-scan \[[Fig. 7(a)](#f7){ref-type="fig"}, green\] was divided into two parts \[[Fig. 7(a)](#f7){ref-type="fig"}, red and orange\] by multiplying with Gaussian envelopes. Each half spectrum was used to create a separate OCT image \[[Figs. 7(b)](#f7){ref-type="fig"} and [7(c)](#f7){ref-type="fig"}\]. The walk-off shift \[[Fig. 7(e)](#f7){ref-type="fig"}\], measured from the relative displacement of the bottom surface \[[Fig. 7(d)](#f7){ref-type="fig"}, red and orange\] of the two images, was used to calculate the GVD from Eq. (7). The location of the bottom surface was estimated from the local maximum of the image below the level of the reflector.

![GVD estimation using the walk-off: (a) interferogram from a single A-scan from an OCT image of gelatin gel, the complete spectrum (green) was split into two halves (red and orange) by multiplication with Gaussian envelopes; (b) and (c) the two OCT images created from each half spectrum; (d) the bottom surfaces from (b) (red) and (c) (orange); and (e) the walk-off width measured from (d).](JBO-024-046003-g007){#f7}

4.4. Phase Difference {#sec4.4}
---------------------

[Figure 8](#f8){ref-type="fig"} shows an example of the calculation of the GVD using the phase difference method. The real part of the FT of each A-scan was multiplied by a Gaussian envelope located at the location of the reflector behind that tissue thus isolating that single peak \[[Fig. 8(b)](#f8){ref-type="fig"}\]. The spectrum of the single peak was obtained from the inverse FT of the single-peak interferogram \[[Fig. 8(c)](#f8){ref-type="fig"}\] resulting again in a full spectrum but which now contained only the frequencies corresponding to the single peak. Applying Eq. (13) to this clean spectrum, the GVD was calculated as a function of wavelength \[[Fig. 8(d)](#f8){ref-type="fig"}\]. Unwrapping of the phase was performed by changing absolute phase jumps greater than $pi$ to their $2*pi$ complement. The second derivative was approximated numerically by taking the difference of adjacent values twice.

![GVD estimation from the phase difference: (a) OCT image of collagen gel, the rectangle indicates the peak from a reflector below the sample; (b) the peak from the reflector of a single A-scan, isolated from the real part of the FT of the interferogram of that A-scan; (c) the spectrum of the single peak obtained from the inverse FT of (b); and (d) the GVD calculated from the second derivative of (c) as a function of wavelength for all A-scans of (a).](JBO-024-046003-g008){#f8}

The measurement of the GVD using the phase derivative did not produce accurate results for highly scattering samples. This was due to the presence of strong discontinuities in the phase \[[Figs. 9(b)](#f9){ref-type="fig"} and [9(e)](#f9){ref-type="fig"}\], as a result of the scattering discontinuities, producing erroneous GVD estimations \[[Fig. 9(f)](#f9){ref-type="fig"}\]. This is consistent with the literature, which predicts minimum and nonminimum phase discontinuities from Mie scatterers.[@r28]

![GVD estimation from the highly scattering samples resulting in erroneous GVD estimations: (a) OCT image of collagen gel and a single peak isolated from the interferogram of an A-scan, (b) max and min values of the GVD estimate indicating discontinuities, (c) the GVD of collagen as a function of wavelength for all A-scans resulting in an accurate estimate, (d) OCT image of adipose tissue and a single peak isolated from the interferogram of an A-scan, (e) max and min values of the GVD estimate indicating discontinuities, and (f) the GVD of adipose tissue (highly scattering) as a function of wavelength for all A-scans resulting in an erroneous estimate.](JBO-024-046003-g009){#f9}

4.5. Speckle Width Degradation {#sec4.5}
------------------------------

[Figure 10](#f10){ref-type="fig"} illustrates the application of the speckle-width-degradation-based approach to estimate the GVD from the OCT images. Portions of the image of from just below the top surface \[[Fig. 10(a)](#f10){ref-type="fig"}, green lines\] and just above the bottom surface \[[Fig. 10(a)](#f10){ref-type="fig"}, red lines\] with a width of twice the system resolution are shown as examples in [Figs. 10(a)](#f10){ref-type="fig"} and [10(b)](#f10){ref-type="fig"}. The impulse response sdf was estimated with a Wiener-type deconvolution \[[Fig. 10(c)](#f10){ref-type="fig"}\] and the width of the sdf for all A-scans was measured \[[Fig. 10(d)](#f10){ref-type="fig"}\]. The process was repeated as a function of depth and the mean width, overall A-scans, was calculated as a function of depth \[[Fig. 10(e)](#f10){ref-type="fig"}\]. Subsequently, the dispersion-degraded image resolution width $d_{d}$ was approximated from a linear fit of sdf mean width \[[Fig. 10(f)](#f10){ref-type="fig"}\]. The GVD was calculated using $d_{d}$ and Eq. (3).

![(a) OCT image of porcine muscle; (b) portion of the image ($80 \times 250\text{  pixels}$) containing mainly speckle from just below the top surface \[$z = 0$, green lines in (a)\]; (c) similar portion from just above the bottom surface \[$z = L$, red lines in (a)\]; (d) the result of Weiner deconvolution showing the speckle-PSF; (e) the width of the speckle-PSF for the 250 A-scans in (d); (f) the mean speckle-PSF width as a function of depth with a linear fit (red line) illustrating the increase as a function of the depth; and (g) the degraded Gaussian width as a function of depth calculated from the linear fit in (f).](JBO-024-046003-g010){#f10}

4.6. Speckle Cross Correlation {#sec4.6}
------------------------------

[Figure 11](#f11){ref-type="fig"} shows an example of the estimation of the GVD from the walk-off shift of half-spectrum images using the cross correlation of corresponding A-scans. Corresponding regions, just above the bottom of the sample \[[Fig. 11(a)](#f11){ref-type="fig"}, red Lines\], were selected from each half-spectrum image \[[Figs. 11(b)](#f11){ref-type="fig"} and [11(c)](#f11){ref-type="fig"}\]. The cross correlation of corresponding A-scans was calculated and the first peak in the cross correlation was detected. The walk-off shift was estimated from the distance of the peak from the zero lag location \[[Fig. 11(d)](#f11){ref-type="fig"}\] and the GVD was calculated using Eq. (7). The walk-off shift estimation was more robust when there was ample speckle in the images to provide a better cross-correlation approximation. [Figure 11(d)](#f11){ref-type="fig"} shows some typical cross-correlation curves with the arrow pointing to a miscalculation of the walk-off shift due to a weak cross correlation between A-scans. This phenomenon is more common in clear samples such as the collagen gel used in the *ex vivo* experiments.

![(a) OCT image of porcine muscle; (b) portion of the first half-spectrum OCT image from just above the bottom surface of the sample \[(a), red lines\]; (c) similar portion from the second half-spectrum OCT image; (d) the walk-off for the 250 A-scans in (a) and (b) calculated from the cross correlation (red line). For comparison, the walk-off from Sec. [4.3](#sec4.3){ref-type="sec"} is also shown (blue line); and (e) three indicative cross-correlation curves with the walk-off ($\Delta z$) marked. The red arrow points to a missed maximum.](JBO-024-046003-g011){#f11}

4.7. Summary of Results {#sec4.7}
-----------------------

[Table 1](#t001){ref-type="table"} summarizes the results of the GVD measurements using the techniques described above. The left part of [Table 1](#t001){ref-type="table"} lists the results of the GVD calculations over entire samples, estimated from the median of the GVD of 250 A-scans from each image. The accuracy of each technique (i.e., how close the results are to their expected values) for each different type of sample is quantified by the percentage error, the difference from the expected values of [Fig. 3](#f3){ref-type="fig"}. Methods that are inaccurate are highlighted in italics in [Table 1](#t001){ref-type="table"}. The precision of each technique (i.e., how concentrated the results are around their mean) is described by the standard deviation of the values of the results from complete images (median of 250 A-scans). The right part of [Table 1](#t001){ref-type="table"} lists the standard deviations of the GVD values from the individual A-scans within each image. Larger values imply that the technique is not as robust and that more averages are required to get a good estimate of the GVD of the entire sample. This is also evident from the minimum number of averages required to get an estimate of the GVD with an error of 10%, or less, with 95% confidence, which is listed in the last column of [Table 1](#t001){ref-type="table"}. Methods that are not robust are listed in bold font in [Table 1](#t001){ref-type="table"}. Further discussion of the results follows in Sec. [5](#sec5){ref-type="sec"}.

###### 

Experimental results.

                        Sample     Complete images (average of 250 A-scans)   Single A-scan                                                        
  ------------------ ------------- ------------------------------------------ --------------- ----------- ------------- ------------- ------------ --------
  PSF degradation     ${BaF}_{2}$  17.89                                      0.030           0.166       4.126         3.665         20.483       16
  KBr                    57.38     0.012                                      0.021           8.843       9.324         16.251        10           
  ZnS                   284.29     0.234                                      0.082           0.035       52.364        18.419        13           
  ZnSe                  445.33     0.000                                      0.000           0.153       47.383        10.640        4            
  Collagen              135.72     5.775                                      4.255           0.206       11.879        8.753         3            
  Muscle                136.97     16.621                                     12.135          0.024       23.747        17.338        12           
  Adipose               253.58     31.986                                     12.614          0.167       58.193        22.949        20           
  Walk-off shift      ${BaF}_{2}$  *23.83*                                    *2.230*         *9.358*     *27.695*      *4.181*       *17.543*     *12*
  KBr                    66.41     5.671                                      8.539           5.517       16.278        24.509        23           
  ZnS                   279.03     22.106                                     7.922           1.817       41.966        15.040        9            
  ZnSe                  461.63     17.296                                     3.747           3.503       23.521        5.095         1            
  Collagen              135.19     5.374                                      3.975           0.594       15.230        11.266        5            
  Muscle                136.60     18.644                                     13.649          0.295       61.062        44.702        77           
  Adipose             **248.37**   **48.214**                                 **19.412**      **2.218**   **276.330**   **111.259**   **476**      
  Phase derivative    ${BaF}_{2}$  *22.34*                                    *0.989*         *4.425*     *19.688*      *81.995*      *367.077*    *5176*
  KBr                  **63.69**   **5.216**                                  **8.189**       **1.188**   **63.811**    **100.190**   **386**      
  ZnS                   292.01     17.133                                     5.867           2.751       96.048        32.892        42           
  ZnSe                  454.77     9.633                                      2.118           1.964       182.321       40.091        62           
  Collagen            **136.47**   **6.047**                                  **4.431**       **0.348**   **386.650**   **283.315**   **3084**     
  Muscle               *102.66*    *36.417*                                   *35.473*        *25.066*    *2579.897*    *2513.062*    *242616*     
  Adipose               *43.61*    *27.595*                                   *63.280*        *82.831*    *12868.916*   *29510.448*   *33455208*   
  Speckle degrad.      Collagen    135.62                                     12.700          9.364       0.276         27.562        20.322       16
  Muscle                133.08     13.594                                     10.215          2.858       25.938        19.490        15           
  Adipose               267.20     55.603                                     20.809          5.198       60.905        22.794        20           
  Speckle walk-off     Collagen    *155.92*                                   *15.672*        *10.051*    *14.650*      *30.360*      *19.471*     *15*
  Muscle                139.96     23.484                                     16.779          2.163       34.716        24.803        24           
  Adipose               247.86     49.518                                     19.978          2.419       81.501        32.882        42           

Another important consideration, when calculating the GVD using OCT, is the size of the fast Fourier transform (FFT) to be used for the reconstruction of the images. In order to get a precise measurement of the degradation of the PSF or walk off, each peak in the OCT A-scan must be adequately sampled to avoid sampling errors. The effect of the FT sampling on the GVD was estimated from the images acquired experimentally, by changing the measurements by $\pm 1$ pixel and is shown in [Fig. 12(a)](#f12){ref-type="fig"}. These calculations indicate that for a small sampling error, FFT sizes of $2^{18}$ or larger are required. This is further demonstrated by the effect of the FFT size on the actual GVD measurements \[[Fig. 12(b)](#f12){ref-type="fig"}\].

![Effect of the FFT size on the accuracy of the results: (a) GVD sampling error resulting from the finite FFT size and (b) accuracy of the GVD measurements as a function of the FFT size.](JBO-024-046003-g012){#f12}

The most computationally intensive steps in the processing of the data were the required FFTs. To create an image from the raw interferogram, 512 FFTs of length at least $2^{16}$ were required. In the case of the phase difference method, $2^{19}$ FFTs were required in order to accurately reconstruct the spectra from a single peak. The complexity of the speckle degradation method was burdened by an additional 190 two-dimensional ($83 \times 250$) Weiner-type deconvolutions, whereas the final method, speckle cross correlation, required 250 A-scan cross correlations. The average execution time on a PC (i7, quad core, 2 GHz) was $\sim 1.13$, 1.15, 8.79, 1.97, and 1.23 s per image for the psf-degradation, walk-off shift, phase difference, speckle degradation, and speckle cross-correlation methods, respectively.

5. Discussion {#sec5}
=============

All three mirror-based techniques performed well in low-scattering and fairly uniform samples, such as the glasses or the collagen gel, with the exception of the walk-off shift and the phase difference when interrogating ${BaF}_{2}$, which is characterized by very low GVD. Based on these observations, only the PSF degradation method can be used to estimate GVD values below $20\text{  }{fs}^{2}/{mm}$. The measurements from all collagen gel samples were comparable and exhibited little variation ($\sigma \sim 4\%$ to 6%). In muscle tissue, which is significantly more scattering, only the PSF degradation and walk-off shift methods produced sufficiently consistent results with $\sigma \sim 12\%$ to 14%, while the phase derivative resulted in $\sigma \sim 36\%$. The measurements of the width and walk-off shift were degraded by the presence of speckle noise. Finally, in adipose tissue, which is even more scattering, the PSF degradation and walk-off shift method results were accurate resulting in a $\sigma$ of $\sim 11\%$ to 19% while the phase derivative was completely wrong for the reasons described earlier. In general, the methods that did work were sufficiently accurate with an error always $< 10\%$. The speckle-based techniques were not as precise as the reflector-based methods ($\sigma \sim 10\%$ to 20%) but they are the only methods applicable to *in vivo* imaging. With the exception of the speckle walk-off method when applied to low-scattering samples (collagen gel), the remaining estimates were accurate with an error $\sim 0.3\%$ to 5%. In addition to the methods that result in erroneous estimates (described above and italized in [Table 1](#t001){ref-type="table"}), there are other methods that are impractical due to the unfeasibly high number of individual GVD values that must be averaged to get a good estimate of the GVD of the sample (bold font in [Table 1](#t001){ref-type="table"}).

6. Conclusions {#sec6}
==============

GVD is presented in all tissues and could potentially provide diagnostically useful information. OCT can be used to estimate the GVD and, therefore, enhance the effort for early diagnosis of serious diseases such as cancer. Given the results presented above, for *ex vivo* GVD estimation, the resolution degradation method is the best choice since it is less sensitive to tissue scattering properties in contrast to the other techniques evaluated. This method performs particularly well for larger GVDs with an error of $< 0.3\%$. If the GVD is to be used to provide sensitive diagnostic information from highly scattering human tissues *in vivo*, it would be preferable to use the speckle degradation as an estimator of GVD. Given that tissue GVD is usually $> 100\text{  }{fs}^{2}/{mm}$, this method is expected to perform well with an error of $\leq 5\%$. Whichever the case, the use of the GVD as a disease marker is an exciting prospect which should be further investigated.
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